Compact contrast material bolus with a new 5-F angiographic catheter.
The conventional pigtail catheter was compared with the 5-F Tennis Racquet catheter for abdominal aortography with digital subtraction angiography. Resulting aortograms were judged on the basis of the quality of aortic opacification and renal artery visualization. The authors concluded that the Tennis Racquet catheter produces a more compact contrast material bolus, and its use is associated with acquisition of superior abdominal aortograms.